West Lake Landfill Baseline Air Monitoring Summary Tables

The table below summarize monitoring data collected on using EPA's Viper wireless remote monitoring system. é”

Project Name: West Lake Landfill Baseline Ambient Air Monitoring
Period Start:5/31/14 6:00 AM

Period End:6/6/14 6:00 AM
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DAY: 6 AM to 6 PM Statistics displayed:highest 8-hour time-weighted average occurring within the period
NIGHT: 6 PM to 6 AM

Station 1: Robertson Fire Protection Station 2, 3820 Taussig Road, Bridgeton, MO

Instrument Analyte TWA Period Units s Sat 5/31 ‘ _ Sun 6/1 ‘ Mon 6/2 Tue 6/3 Wed 6/4 Thu 6/5 . Fri6/6
VOCs 8hr ppm --
co 8hr ppm --
Area Rae H,S 3 hr opm B
SO, 8hr ppm --
Genitron Gamma 8 hr uR/hr -
Instrument Analyte TWA Period Units s Sat 5/31 v Sun 6/1 _ Mon 6/2 : Tue 6/3 Wed 6/4 | Thu 6/5 ' ‘ Fri6/6
VOCs 8hr ppm --
co 8hr ppm --
Area Rae HaS Shr ppm _
SO, 8hr ppm -
Genitron Gamma 8 hr uR/hr -
Instrument Analyte TWA Period Units s Sat 5/1 Sun 6 Mon 62 _ Tue 6/ Wed 64 Thu 6 ‘ | Fri 6/
VOCs 8hr ppm --
co 8hr ppm --
Area Rae H,S Shr ppm _
Soz 8 hr ppm - )
Genitron Gamma 8 hr uR/hr -
Instrument Analyte TWA Period Units Sat 5/31 Sun 6/1 Mon 6/2 Tue 6/3 Wed 6/4 Thu 6/5 Fri6/6
VOCs 8hr ppm
co 8hr ppm
Area Rae H,S 3 hr opm
So 8 hr ppm Il \HuawwWW“UHUN“
2 kg
Genitron Gamma 8 hr uR/hr
Instrument Analyte TWA Period Units Sat 5/31 ]
VOCs 8hr ppm
co Shr ppm a4l
Area Rae H,S 3 hr opm
SO, 8hr ppm
Genitron Gamma 8 hr uR/hr

WLLFOIA4312 - 004 - 0094572



station

S S S S

instrument
AreaRAE
AreaRAE
AreaRAE
AreaRAE
AreaRAE
Genitron

analyte
VOCs (1)
VOCs (2)
co10
H2S

SO2
GAMMA

ORD_Instrument

10
10
10
10
10
20

ORD_Analyte

A7D
10--
20--
30--
50--
60--
70--

A7N

0.00/0.00/0.00
0.01/0.01/0.01
0.33/0.34/0.35
0.00/0.00/0.00
0.00/0.00/0.00
10.0/10.2/10.4

WLLFOIA4312 - 004 - 0094573



BiD B1N c2D C2N D3D D3N

0.00/0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.04 0.01/0.03/0.05 0.01/0.05/0.09 0.00/0.03/0.09
0.00/0.02/0.040.01/0.02/0.040.01/0.38/0.570.57/0.94/1.080.80/1.08/1.54 0.98/1.45/1.64
0.27/0.30/0.330.23/0.24/0.27 0.13/0.24/0.27 0.06 /0.08 /0.13 0.04 / 0.08 / 0.09 0.00 / 0.00 / 0.04
0.00/0.00 /0.00 0.00/0.00 /0.00 0.00/0.00/0.00 0.00/0.00/0.01 0.00/0.03/0.100.01/0.10/0.14
0.00/0.00 /0.00 0.00/0.00/0.00 0.00/0.00 /0.00 0.00/0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00
10.0/10.3/10.510.1/10.3/10.5 10.3/10.6/10.9 10.1/10.3/10.8 10.2/10.4/10.7 10.7/10.9/11.2

WLLFOIA4312 - 004 - 0094574



E4D EAN F5D F5N G6D G6N

0.03/0.07/0.08 0.01/0.07/0.13 0.13/0.16 /0.18 0.12 /0.13 /0.15 0.00/0.12 /0.13 0.00 / 0.09 / 0.12
0.71/0.85/1.070.71/1.17/1.270.47/0.56 /0.71 0.68 /0.84/0.92 0.00/0.92 / 1.40 0.03 /0.69 / 1.02
0.00/0.00 /0.00 0.00/0.00 /0.00 0.00/0.00 /0.00 0.00 /0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00
0.00/0.00/0.01 0.00/0.01/0.01 0.00/0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00
0.00/0.00 /0.00 0.00/0.00 /0.00 0.00/0.00 /0.00 0.00 /0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00
10.3/11.1/11.710.0/10.2/1039.7/9.8/10.0 10.1/10.3/10.510.3/10.4/10.610.3/10.6/11.0

WLLFOIA4312 - 004 - 0094575



station

NN NN NN

instrument
AreaRAE
AreaRAE
AreaRAE
AreaRAE
AreaRAE
Genitron

analyte
VOCs (1)
VOCs (2)
co10
H2S

SO2
GAMMA

ORD_Instrument

10
10
10
10
10
20

ORD_Analyte

A7D
10--
20--
30--
50--
60--
70--

A7N

1.14/1.28 /1.37
0.00/0.00/0.00
0.41/0.44/0.46
0.00/0.00/0.00
0.00/0.00/0.00
8.9/89/9.0

WLLFOIA4312 - 004 - 0094576



BiD B1iN c2D C2N D3D D3N
1.06/1.25/1.510.72/1.17/1.550.36 /0.43/0.720.49/0.97/1.28 0.57/1.35/3.06 0.01/2.88 /3.07
0.00/0.01/0.01 0.00/0.00/0.01 0.00/0.00/0.01 0.00/0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00
0.38/0.42/0.500.22/0.39/0.51 0.16/0.19/0.22 0.21 /0.27/0.34 0.23 /0.36 / 0.54 0.21 / 0.42 / 0.54
0.00/0.00/0.00 0.00/0.00/0.00 0.00/0.01/0.050.05/0.17/0.21 0.18 /0.23 /0.34 0.00 /0.26 / 0.31
0.00/0.00 /0.00 0.00/0.00/0.00 0.00/0.00/0.02 0.00/0.01/0.02 0.00/0.00/0.00 0.00/0.00/0.00
89/9.1/93 8.8/89/9.1 87/9/9.2 9.0/9.2/9.4 9.0/9.3/95 9.0/9.2/9.4

WLLFOIA4312 - 004 - 0094577



E4D EAN F5D F5N G6D G6N
0.00/0.01/0.010.07/1.19/1.74 0.04 /0.05 / 0.07 0.05 / 0.07 / 0.09 0.03 /0.09 / 0.10 0.01 /0.09/ 0.10
0.00/0.01/0.01 0.00/0.00/0.00 0.00/0.00/0.00 0.00 /0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00
0.16/0.26/0.420.29/0.35/0.43 0.24/0.29/0.390.39/0.44/0.47 0.46 /0.49/0.60 0.56 /0.59 / 0.63
0.00/0.00 /0.00 0.00/0.00 /0.00 0.00/0.00 /0.00 0.00 /0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00
0.00/0.00 /0.00 0.00/0.00 /0.00 0.00/0.00 /0.00 0.00 /0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00
9.1/9.6/9.8 9.0/9.1/9.3 9.0/9.1/9.2 9.0/9.1/9.2 9.1/9.3/9.4 8.8/9.1/9.4

WLLFOIA4312 - 004 - 0094578



station

w w w w w w

instrument
AreaRAE
AreaRAE
AreaRAE
AreaRAE
AreaRAE
Genitron

analyte
VOCs (1)
VOCs (2)
co10
H2S

SO2
GAMMA

ORD_Instrument

10
10
10
10
10
20

ORD_Analyte

A7D
10--
20--
30--
50--
60--
70--

A7N

1.32/1.43/1.55
0.00/0.01/0.01
0.09/0.10/0.11
1.12/1.15/1.22
0.00/0.00/0.00
10.6 /10.7/11.0

WLLFOIA4312 - 004 - 0094579



BiD BiN c2D C2N D3D D3N

1.23/138/1.651.20/1.50/1.67 1.05/1.17/1.381.38/1.48/1.541.31/2.44/3.850.00/0.57/3.25
0.00/0.00/0.01 0.00/0.00/0.01 0.00/0.00/0.01 0.00/0.00/0.01 0.00/0.01/0.050.05/0.19/0.25
0.09/0.09/0.10 0.08 /0.08 /0.09 0.08 /0.10 /0.11 0.09/0.10/0.11 0.09/0.15/0.28 0.01 /0.10/ 0.24
1.10/1.19/1.391.11/1.29/1.411.06/1.09/1.17 1.11/1.20/1.251.04/1.08/1.16 1.08/1.24/1.36
0.00/0.00/0.01 0.00/0.00/0.01 0.00/0.00/0.00 0.00/0.00/0.00 0.00/0.01/0.02 0.02/0.04/0.06
10.4/10.7/10910.7/10.8/109 10.8/11/11.2 105/10.8/11.310.8/10.9/11.010.6/10.8/11.1

WLLFOIA4312 - 004 - 0094580



E4D EAN F5D F5N G6D G6N

0.00/0.00 /0.00 0.00/0.00 /0.00 0.00/0.00 /0.00 0.00/0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00
0.10/0.17/0.280.14/0.23/0.320.14/0.18 /0.28 0.15/0.21/0.29 0.00/0.17/0.30 0.01 /0.11 / 0.17
0.03/0.06 /0.07 0.04 /0.05 /0.06 0.04 /0.05 / 0.07 0.06 / 0.07 / 0.08 0.00 / 0.07 / 0.09 0.00 /0.06 / 0.10
1.02/107/1.16099/1.10/1.150.96/0.99/1.050.97/1.04/1.070.00/0.95/1.400.05/0.77 / 1.12
0.01/0.02/0.03 0.01/0.02/0.03 0.01/0.02 /0.04 0.02 /0.03/0.04 0.00/0.03/0.10 0.00/0.02 /0.04
11.2/115/11.810.6/10.8/11.2 10.3/10.4/10.6 10.2/10.4/10.810.4/10.6/11.010.6/11.4/11.9

WLLFOIA4312 - 004 - 0094581



station

EE S

instrument
AreaRAE
AreaRAE
AreaRAE
AreaRAE
AreaRAE
Genitron

analyte
VOCs (1)
VOCs (2)
co10
H2S

SO2
GAMMA

ORD_Instrument

10
10
10
10
10
20

ORD_Analyte

A7D
10--
20--
30--
50--
60--
70--

A7N
1.09/1.10/1.13
0.13/0.13/0.13
0.29/0.32/0.33
0.00/0.00/0.00
0.00/0.00/0.00
9.2/93/9.4

WLLFOIA4312 - 004 - 0094582



BiD B1N c2D C2N D3D D3N
1.03/1.09/1.23097/1.11/1.230.85/0.92/1.010.27/0.43/0.800.20/0.37/0.65 0.48/0.64/0.73
0.12/0.12/0.130.12/0.12/0.150.13/0.15/0.16 0.11 /0.56 /0.82 0.75/0.87 / 0.93 0.70 / 0.75 / 0.82
0.24/0.26/0.290.18/0.22/0.24 0.16 /0.20/0.26 0.04 /0.10/0.21 0.03 / 0.05 / 0.06 0.04 / 0.07 / 0.08
0.00/0.00 /0.00 0.00/0.00 /0.00 0.00/0.00 /0.00 0.00 /0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00
0.00/0.00 /0.00 0.00/0.00 /0.00 0.00/0.00 /0.00 0.00 /0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00
94/95/9.6 9.5/9.6/9.7 9.5/9.7/9.9 9.1/9.3/9.7 94/9.7/9.8 9.5/9.7/9.9

WLLFOIA4312 - 004 - 0094583



E4D E4AN F5D F5N Gé6D G6N
0.18/0.30/0.480.23/0.42/0.490.15/0.23/0.33 0.24/0.34/0.39 0.23 /0.30/0.60 0.12 / 0.43 / 0.60
0.62/0.80/0.850.59/0.73/0.81 0.66/0.71/0.81 0.69 /0.73 /0.80 0.00/0.68 /0.90 0.02 / 0.62 / 0.86
0.03/0.04 /0.05 0.03/0.04 /0.04 0.04 /0.05/0.06 0.06 /0.08 /0.12 0.00 /0.09 / 0.15 0.00 / 0.04 / 0.08
0.00/0.00 /0.00 0.00/0.00 /0.00 0.00/0.00 /0.00 0.00 /0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00
0.00/0.00 /0.00 0.00/0.00 /0.00 0.00/0.00 /0.00 0.00 /0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00
9.9/10.1/104 93/9.5/9.9 9.0/9.2/95 9.2/9.4/9.6 94/95/9.6 9.3/9.4/9.4

WLLFOIA4312 - 004 - 0094584



station

v L L

instrument
AreaRAE
AreaRAE
AreaRAE
AreaRAE
AreaRAE
Genitron

analyte
VOCs (1)
VOCs (2)
co10
H2S

SO2
GAMMA

ORD_Instrument

10
10
10
10
10
20

ORD_Analyte

A7D
10--
20--
30--
50--
60--
70--

A7N
0.00/0.00/0.00
0.00/0.00/0.01
0.00/0.36/0.76
1.37/1.42/1.49
0.00/0.00/0.00
9.2/93/93

WLLFOIA4312 - 004 - 0094585



BiD BiN c2D C2N D3D D3N
0.00/0.01/0.04 0.00/0.01/0.04 0.00/0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00 0.00/0.25/0.66
0.00/0.00 /0.00 0.00/0.00 /0.00 0.00/0.00 /0.00 0.00/0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00
0.00/0.33/0.710.00/0.31/0.71 0.00/0.27 /0.64 0.00 /0.35/0.74 0.00 / 0.35 / 0.82 0.07 / 0.43 / 0.82
1.36/151/1.951.25/1.65/2.021.05/1.19/1.47 1.41/1.57/1.651.26/1.53/2.080.00/0.76/1.94
0.00/0.00 /0.00 0.00/0.00/0.00 0.00/0.00 /0.00 0.00/0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00
94/95/9.6 89/9.1/9.4 9.0/9.3/95 9.0/9.2/9.4 9.1/9.2/9.4 9.2/9.4/9.5

WLLFOIA4312 - 004 - 0094586



E4D EAN F5D F5N G6D G6N
0.65/1.26/2.140.00/0.01/0.23 0.00/0.00 /0.00 0.00 /0.00/0.00 0.00/0.14/0.70 0.70 / 0.86 / 0.96
0.00/0.00 /0.00 0.00/0.00 /0.00 0.00/0.00 /0.00 0.00 /0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00
0.02/0.22/0.56 0.48/0.80/1.490.46/1.37/2.570.65/1.68/2.740.00/1.38/2.67 0.00/0.28/0.78
0.00/0.00/0.004.01/7.53/9.87 452 /6.21/9.56 3.82 /4.51/4.750.00/2.86/3.82 0.00/0.00/0.00
0.00/0.00 /0.00 0.00/0.00 /0.00 0.00/0.00 /0.00 0.00 /0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00
9.3/9.6/10.0 9.0/9.2/94 8.8/9/9.2 8.7/9.1/9.6 8.9/9.3/95 9.1/9.3/9.4

WLLFOIA4312 - 004 - 0094587



